ESTRO/ACROP IORT recommendations for intraoperative radiation therapy in locally recurrent rectal cancer

Felipe A. Calvo a,b,d,⇑, Claudio V. Sole c,d, Harm J. Rutten e,f, Wim J. Dries k, Miguel A. Lozano g, Mauricio Cambeiro a, Philip Poortmans h,i, Luis González-Bayón d,j

Department of Oncology, Clínica Universidad de Navarra, Universidad de Navarra, Madrid, Spain
School of Medicine, Complutense University, Madrid, Spain
Department of Radiation Oncology, Instituto de Radiomedicina, Santiago, Chile
Institute for Sanitary Research, Hospital General Universitario Gregorio Marañón, Madrid, Spain
Department of Surgery, Catharina Hospital, Eindhoven, the Netherlands
Department of Radiation Oncology and Developmental Biology, University of Maastricht, Maastricht, the Netherlands
Department of Radiation Oncology, Hospital General Universitario Gregorio Marañón, Madrid, Spain
Department of Radiation Oncology, Institut Curie, Paris, France
Paris Sciences & Lettres - PSL University, Paris, France
Department of General Surgery, Hospital General Universitario Gregorio Marañón, Madrid, Spain
Departments of Medical Physics and Radiotherapy, Catharina Hospital, Eindhoven, the Netherlands

A R T I C L E   I N F O

Article history:
Received 10 June 2020
Accepted 14 June 2020
Available online 17 June 2020

Keywords:
Rectal cancer
Recurrent disease
Intraoperative radiotherapy
Rescue surgery
Electron beam

A B S T R A C T

Multimodal strategies have been implemented for locally recurrent rectal cancer scheduled for complete surgical resection. Irradiation and systemic therapy have been added to improve the oncological outcome, as surgery alone was associated with a poor prognosis. Intraoperative irradiation (IORT) is a component of irradiation intensification. Long-term cancer control and a higher survival rate were consistently reported in patients who had IORT as a component of their multidisciplinary treatment. The experience reported by expert IORT groups is reviewed and recommendations to guide clinical practice are explained in detail.

© 2020 Published by Elsevier B.V. on behalf of European Society for Radiotherapy and Oncology. This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).

Contents
1. Introduction ....................................................................................................... 42
2. Evidence review and update ........................................................................... 42
3. Pre-treatment investigations .......................................................................... 43
   3.1. Patient selection for IORT ................................................................. 43
   3.2. Pre-treatment imaging clinical staging ......................................... 43
   3.3. External beam radiation therapy (EBRT) ...................................... 43
4. Surgical procedures ......................................................................................... 43
   4.1. Surgical factors ............................................................................... 43
   4.2. IORT factors .................................................................................. 44
5. IORT Procedure: Post resection ................................................................. 44
   5.1. IORT: treatment methods and techniques .................................. 44
   5.2. Radiation target definition ............................................................ 44
   5.3. Applicator selection ...................................................................... 45
   5.4. IOERT irradiation .......................................................................... 45
   5.5. Treatment delivery ...................................................................... 45

⇑ Corresponding author at: Department of Oncology, Clínica Universidad de Navarra, Madrid, Spain.
E-mail address: fcalvom@unav.es (F.A. Calvo).

https://doi.org/10.1016/j.ctro.2020.06.007
2405-6308/© 2020 Published by Elsevier B.V. on behalf of European Society for Radiotherapy and Oncology.
This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
1. Introduction

The topography of loco-regional recurrences of rectal cancer is heterogeneous after surgical resection (with or without radiotherapy), with a dominant pattern of relapse within the postero-lateral hemipelvis [1,2]. After TME surgery alone, subsites of relapse in the pelvic area are presacral (32%), lateral (18%), anterior (18%), anastomosis (24%) and perineum (5%) [3]. After adjuvant or neoadjuvant chemoradiation, local recurrences can be classified as 65% in-field, 16% marginal and 19% out-field radiation therapy recurrences. The total rate of presacral in-field recurrences reported is 41%, and the low pelvic region was dominant for both preoperative (60%) and postoperative (43%) irradiation [4,5].

Haddock has recently reviewed and summarized the results of IOERT investigations for treatment of locally recurrent colorectal cancer in the megavoltage era [6]. Although improvements in surgical technique (total mesorectal excision) and neoadjuvant therapy have significantly reduced the incidence of pelvic recurrence, management of local recurrence remains problematic. Failure to control pelvic recurrence leads to pain, bleeding, and urinary and rectal obstruction, and can be the cause of death even in the absence of distant metastatic disease. In general, control of locally recurrent cancer requires multimodality therapy, with the only possible exception of early central anastomotic recurrences, which are limited to the bowel wall and can be cured with resection alone [7].

A particularly challenging group of patients with locally recurrent rectal cancer includes those who have received a course of pelvic irradiation for their primary tumour or other pelvic malignancy, such as prostate or cervical cancer [8]. Reirradiation is possible with some limitations regarding dose and volume. In general, reirradiation targets are limited to the gross tumour volume with exclusion of the entire small bowel. Previously irradiated patients are at a higher risk of local relapse (37% vs 22% at 3 years) due to proven biological adversity (radioresistance) and surgical limitations after previous resection [9]. Nevertheless, studies have shown an Overall improved oncological outcome in reirradiated patients [10,11]. These results indicate the feasibility of reirradiation containing an IORT component with electron beam energy technology (IOERT).

2. Evidence review and update

A retrospective review of the literature from 1991 to 2017 [9–42] has identified 29 publications (27 journal articles and 2 book chapters) including a total of 2,358 patients with recurrent colorectal cancer treated with intraoperative radiation therapy. The reporting institutions are considered expert centres with regard to multimodality treatment for locally recurrent rectal cancer. Table 1 [9,11–24] contains data from selected publications of studies that included more than 30 patients and provided long-term follow-up information. The final number of analysed patients treated between 1978 and 2010 was 1,947. The IORT techniques used were electron beam intraoperative irradiation (1,700, 87%), single-dose high-dose rate brachytherapy (129, 7%), and orthovoltage 250 kV (41, 2%) or 50 kV (32, 2%). A selective analysis focused on the relevance of post-resection disease status at the time of IORT and its impact on cancer outcome is shown in Table 2 [9,11–18,21,22,24], which includes a selection of publications containing specific data regarding R0, R1 and R2 status (data modified from reference 6).

### Table 1

<table>
<thead>
<tr>
<th>AUTHOR YEAR (ref.)</th>
<th># PATIENTS</th>
<th>PERIOD</th>
<th>RADIOTHERAPY</th>
<th>R1/2</th>
<th>IORT type</th>
<th>LC</th>
<th>OS</th>
</tr>
</thead>
<tbody>
<tr>
<td>Bussieres et al. [13] 1996</td>
<td>73</td>
<td>less than 1995</td>
<td>10–25</td>
<td>39 (49%)</td>
<td>57%</td>
<td>electrons</td>
<td>31%</td>
</tr>
<tr>
<td>Lyndel et al. [16] 2001</td>
<td>49</td>
<td>1978–1997</td>
<td>15–20</td>
<td>15.8–50 (100%)</td>
<td>31%</td>
<td>electrons</td>
<td>35%</td>
</tr>
<tr>
<td>Wieg et al. [17] 2002</td>
<td>59</td>
<td>1990–1999</td>
<td>15–20</td>
<td>40–56 (100%)</td>
<td>65%</td>
<td>electrons</td>
<td>55%</td>
</tr>
<tr>
<td>Drenen et al. [18] 2008</td>
<td>147</td>
<td>1994–2006</td>
<td>10–17.5</td>
<td>30–50.4 (84%)</td>
<td>43%</td>
<td>electrons</td>
<td>54%</td>
</tr>
<tr>
<td>Haddock et al. [9] 2011</td>
<td>607</td>
<td>1981–2008</td>
<td>7.5–30</td>
<td>36–50 (96%)</td>
<td>63%</td>
<td>electrons</td>
<td>72%</td>
</tr>
<tr>
<td>Daly et al. [19] 2012</td>
<td>41</td>
<td>1990–2009</td>
<td>7.5–20</td>
<td>30–54 (52%)</td>
<td>85%</td>
<td>250 kV</td>
<td>51%</td>
</tr>
<tr>
<td>Guo et al. [20] 2012</td>
<td>32</td>
<td>2000–2009</td>
<td>5 (81cm)</td>
<td>50.4 (82%)</td>
<td>43%</td>
<td>kV</td>
<td>68%</td>
</tr>
<tr>
<td>Roeder et al. [21] 2012</td>
<td>97</td>
<td>1991–2006</td>
<td>10–20</td>
<td>41.4 (52%)</td>
<td>47%</td>
<td>electrons</td>
<td>54%</td>
</tr>
<tr>
<td>Calvo et al. [22] 2013</td>
<td>60</td>
<td>1995–2011</td>
<td>10–20</td>
<td>45–50 (47%)</td>
<td>37%</td>
<td>electrons</td>
<td>44%</td>
</tr>
<tr>
<td>Alberda et al. [23] 2014</td>
<td>59</td>
<td>1996–2012</td>
<td>10</td>
<td>27–52 (100%)</td>
<td>68%</td>
<td>IOHDRB</td>
<td>37%</td>
</tr>
</tbody>
</table>

Table 2
Outcome results by resection status.

<table>
<thead>
<tr>
<th>RESECTION STATUS (ref.)</th>
<th>PERIOD</th>
<th>#PTS</th>
<th>EBRT (Gy)</th>
<th>IORT (Gy)</th>
<th>3-5y LC (mean value)</th>
<th>3-5y OS (mean value)</th>
</tr>
</thead>
<tbody>
<tr>
<td>R0 [8,11,14–18,21,22]</td>
<td>1978–2010</td>
<td>793</td>
<td>41.4 – 50.4</td>
<td>10–20</td>
<td>43%–82% (72%)</td>
<td>37%–80% (56%)</td>
</tr>
<tr>
<td>R1 [8,11,14–18,21,22]</td>
<td>1981–2010</td>
<td>599</td>
<td>41.4 – 50.4</td>
<td>10–20</td>
<td>19%–67% (41%)</td>
<td>(11%–44%) (37%)</td>
</tr>
<tr>
<td>R2 [8,11,14,16,18,21]</td>
<td>1978–2010</td>
<td>362</td>
<td>41.4 – 50.4</td>
<td>10–20</td>
<td>18%–75% (37%)</td>
<td>13%–33% (22%)</td>
</tr>
</tbody>
</table>

#PTS: number of patients, IORT: IntraOperative Radiation Therapy, EBRT: External Beam Radiation Therapy, Gray: Gy, LC: Local Control, OS: Overall Survival, R0: free margins, R1: microscopic positive resection margins, R2: gross residual tumor.

Table 3
Patient selection for IORT: disease, treatment sequence and radiation dose recommendations.

<table>
<thead>
<tr>
<th>DISEASE STATUS</th>
<th>Indications</th>
<th>Treatment</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>locally recurrent rectal cancer</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Potentially Resectable, debulking surgery, oligometastatic</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Postero-lateral pelvic space</td>
<td></td>
</tr>
</tbody>
</table>

3. Pre-treatment investigations

3.1. Patient selection for IORT

Patients diagnosed with locally recurrent rectal cancer should be discussed and re-evaluated by a specialized tumour board. Before any multimodality treatment decision can be made, a workup regarding imaging should be available.

Table 3 shows patient selection for IORT

Studies required for candidate selection include the following:

- Patient factors:
  - Data primary tumour treatment
  - Comorbidity/ASA
  - Physical exam
  - Conventional blood test
  - Tumour factors:
    - Biopsy if possible
    - CEA
    - MRI
    - (PET)CT abdomen (liver) and thorax

Potential supportive actions to be considered preoperatively include the following:

- Deviating colostomy
- Self-expanding stent (anastomotic relapse)
- Pain management

Additional studies in patients at high risk for synchronous systemic disease or peritoneal carcinomatosis may include the following:

- Diagnostic Laparoscopy

Neoadjuvant strategies will be recommended in a significant number of locally recurrent patients and these strategies will be followed by a waiting period before surgery. Due to this prolonged treatment time, patients should be restaged before the definitive surgical procedure.

3.2. Pre-treatment imaging clinical staging

Clinical assessment of patients is performed by means of abdomino-pelvic computed tomography (CT) and magnetic resonance imaging (MRI), which demonstrate the extension of the recurrent mass and the topographical relationship to critical organs or structures. In addition, PET-CT may help to exclude distant metastatic disease.

3.3. External beam radiation therapy (EBRT)

The use of EBRT combined with IORT as a part of the intensive treatment for locally recurrent rectal cancer has been reported over the past four decades [43]. Fluoropyrimidine -sensitized full-dose preoperative EBRT using multiple-field techniques, including 3D conformal or rotational intensity-modulated irradiation (3D CRT, IMRT, VMAT), have been used based on institutional protocols and available technology. Primary radiation volumes usually include the dorsal pelvis (i.e. at least mesorectum, presacral area, internal iliac lymphnodes, and depending on the location of the tumour recurrence the obturator region and/or anal region. Reirradiation volumes usually include the tumour or gross target volume (GTV) with a margin of 1 cm to the clinical target volume (CTV) and another 1 cm margin to the planning target volume (PTV). The CTV should not be adjusted to anatomical structures since the normal anatomy is distorted by previous surgery and recurrent tumours often grow into the pelvic wall. Pelvic volumes should reach a total cumulative dose of 45 Gy to 50.4–54 Gy [44]. IMRT is useful in decreasing small-bowel volumes when reirradiation strategies are used. The total dose of reirradiation should be individualized after evaluation of possible dose-limiting factors. In most reports, 30 Gy in conventional fractionated schemes was considered acceptable [9–11]. Image-guided radiotherapy approaches may be used to reduce PTV margins if possible.

4. Surgical procedures

4.1. Surgical factors

After a full course of preoperative chemoradiation or reirradiation, surgical exploration is undertaken following a waiting period of 6–12 weeks, which allows for tumour downsizing. The delay also permits the resolution of treatment-induced acute side effects. Accurate preoperative staging is important because IOERT primarily benefits those patients who can undergo a grossly complete tumour resection. Ideal patients are those with a high Karnofsky score who are willing to undergo major surgery that may include stoma creation and possible pelvic exenteration. Resectable oligometastatic disease is not a contraindication for treatment of local
recurrence. Invasion of pelvic nerves or the sciatric notch (i.e. no sciatica or sacral/buttock pain) or invasion of the S1 and S2 bodies or foramina are considered a contraindication for resection by most pelvic surgeons. If a deviating colostomy is necessary, preoperative evaluation by a stoma therapist should be considered.

Surgery usually requires a midline incision, which allows extension as necessary and permits the construction of a single-sided or even double stoma after bladder resection. Adhesiolysis and abdominal evaluation for liver and peritoneal metastases is mandatory. If metastases are found that are not resectable with curative intent (i.e. extended peritoneal carcinomatosis), resection can only be palliative and may need to be reconsidered, and intraoperative irradiation is not performed. If no metastases are evident or are limited and can be resected for cure, the patient undergoes abdominoperineal resection, low anterior resection or pelvic exenteration, depending upon the extent and location of the tumour. En bloc wide resection is the best option: grossly complete resection of the tumour is desirable. Haemostasis after resection is important because of fluid accumulation in the tumour bed, which may decrease the IOERT dose at a certain depth (bolus effect). If anastomosis can be performed, it will be done after the intraoperative radiation dose delivery. In order to minimize the potential for complications, tension-free anastomosis is pivotal and, in most cases, it is preferable to mobilize the entire left colon and use the unirradiated bowel (descending colon) for the proximal end of the anastomosis.

4.2. IORT factors

As well as the pre-treatment evaluation, the final decision to treat with IORT is also based on perioperative findings such as the pathologic margin assessment. It is important that both the radiation oncologist and surgeon make a collaborative judgment in order to define the area at highest risk for subsequent local relapse and to determine the optimal position of the IORT target. Margins of resection are determined by means of frozen-section analysis of the surgical specimen and sometimes the tumour bed.

5. IORT Procedure: Post resection

5.1. IORT: treatment methods and techniques

IORT for locally recurrent rectal cancer has predominantly been delivered with megavoltage electrons produced by a medical linear accelerator. There are not sufficient scientific data to support the use of brachytherapy or orthovoltage delivery systems for IORT and for the remaining of this report the term IOERT will be used referring to megavolt electron-based IORT. The electron beam energy and dose of IORT are determined by the resection status and geometry of the treated target. For most applicators, dose distribution does not require the use of bolus. Accumulation of intra surgical fluid could influence radiation penetration in an unpredictable way and should be avoided. Shielding lead inside the tumour bed radiation target is not recommended due to the dosimetric uncertainties that this involves. The best possible protection is mechanical retraction to displace dose-sensitive structures outside the IORT field. Surgical retractors for the displacement of remaining uninvolved movable structures such as the rectal stump, bladder, prostate, uterus, vagina, small bowel, descending colon and ureters are most helpful for exposing the radiation target properly (presacral area or posterior and lateral pelvic space) and expediting positioning of the IORT applicator. Displacement of normal tissue should be documented with photos, drawings or written reports.

5.2. Radiation target definition

Persisting tumour adherence after preoperative chemoradiotherapy, inadequate radial margins (close <1 mm) and high risk of relapse, including enlarged nodes or adherence to surrounding structures, are considered indications for an IOERT boost. Patients with potentially positive margins are candidates for IOERT. The tumour bed can be marked to facilitate positioning of the IOERT applicator and the IOERT beam collimation. An IOERT applicator is selected according to the location and size of the area to be irradiated. The internal diameters of circular applicators typically range from 4 to 10 cm in diameter. Applicator size is selected to allow full coverage of the residual disease in a high-risk area, which is generally located in the presacral area or pelvic sidewall. Usually, the largest applicator that will fit into the area is preferred. The applicator shape is chosen so that the geometry fits the specific situation. The applicator must abut the site being treated. Most applicators have bevelled ends up to 45°, enabling good position of the applicator to sloping surfaces in the pelvis and maximize dose homogeneity. Sensitive normal tissue should not be included in the beam and fluid buildup in the treatment area should also be avoided. The applicator accurately collimates the electron beam to the target area and also serves to retract sensitive normal tissue, especially small bowel or ureters (Fig. 1). Visceral retraction and packing are also usually necessary. A distal rectal stump, which will be used to create an anastomosis, should be excluded from the IOERT field either by retraction outside the applicator or with

![Fig. 1. IORT electron procedure view of a recurrent rectal cancer with associated uretero-hidronephrosis: A. Pelvic cavity exposed and right ureteral dilatation. B. Simulated IOERT applicator positioning to treat recurrent tumor bed. The involved ureter is included in the treatment volume. C. Post-resection recurrent tumor bed area to be treated by IOERT. The right ureter has been sectioned and mobilized out of the electron beam collimator. After irradiation an uretero-ureteral anastomosis to the left ureter will be performed for urinary tract reconstruction.](image-url)
the use of lead to shield sensitive normal tissue. During treatment, suction catheters should be positioned to minimize fluid buildup within the applicator. Most IOERT treatments in rectal cancer are applied via a transabdominal approach, as the area of concern is usually the posterior presacrum or posterolateral pelvic sidewall. A perineal port is occasionally used after abdominoperineal pelvic sidewall. A perineal port is occasionally used after abdominoperineal pelvic sidewall.

A bolus effect.

Part of the collimator inside and near the surgical bed. An aspira-

irradiation, sterile drapes should cover the surgical bed and the dose is specified at the 90% isodose.

Target tissues at risk within the 90% isodose curves. The prescribed dose is 12.5 Gy are applied. Unintended macroscopically involved margins may be treated with higher doses: 15.0 Gy or even 20 Gy as a single boost. There is little evidence that IOERT has value in unresected cases and should be performed only in the framework of a trial. A library of predefined isodose-curve distributions for a range of IOERT applicator diameter, bevelled-end shapes and electron beam energies should be available for intraoperative consultation. An electron energy should be chosen to adequately encompass the target tissues at risk within the 90% isodose curves. The prescribed dose is specified at the 90% isodose.

The whole process can be summarized as follows:

1. Definition of radiation target volume: tumour bed assessment; surgical margin status (inspection of the surgical field and the posterior aspect of the surgical specimen).
2. Normal uninvolved tissue to be excluded (mobilized out) from the IOERT radiation volume: rectal remnant (if present); uninvolved intrapelvic organs (bladder, prostate, uterus, vagina, ovaries); distal colon; small bowel; ureters.
3. Normal tissue at risk to be included in the radiation target volume: postero-lateral pelvic area; vascular and lymphatic structures (iliac regions).

5.3. Applicator selection

IORT applicator adaptation to the postoperative bed at risk:

1. Size selection (diameter): able to encompass the presacral region and/or lateral pelvic walls at risk (the largest able to fit in the pelvic cavity). The availability of diameters of between 4 and 10 cm is a safe range for applicator sizes.
2. Bevelled end selection: bevelled ends of between 30° and 45° adapted to the anatomical configuration of the presacral region in the pelvic cavity are recommended for small pelvis sites to appropriately encompass the surgical bed with residual disease or at risk of recurrence. The same criteria apply in the case of dominant large pelvic wall involvement.

5.4. IOERT irradiation

To guarantee the sterile field throughout the procedure, before irradiation, sterile drapes should cover the surgical bed and the part of the collimator inside and near the surgical bed. An aspiration drain may be useful to prevent fluid accumulation and avoid a bolus effect. IOERT irradiation consists of:

1. Electron energy selection: 90% isodose should encompass in depth the tissue content involved or at risk with a safety dosimetric margin (0.1–0.5 cm). Fluid stability is key for appropriate energy selection. This depth can be estimated by real-time intraoperative measurements, together with data obtained from the preoperative CT scan. Fluid accumulation in the IOERT field should be avoided. When bone tissue is part of the target volume, a higher electron energy could be selected. If the surface dose of the chosen applicator is less than 90%, bolus with an appropriate thickness should be applied. Dose selection (single fraction boost component): doses of 10 to 12.5 Gy are recommended for resection specimens at low risk after a favourable dissection procedure. In specimens with close or suspected confirmed cancer-involved margins, the recommended dose ranges from 12.5 to 15 Gy. After laborious vascular and/or soft-tissue dissection with suspected residual cancer, a dose of 12.5 to 15 Gy should be considered. A medical physicist should be involved pre- or intra-operatively in the choice of bolus, or corrections for special situations (e.g. residual air gap, additional screening, bone tissue density correction). In vivo dosimetry is strongly recommended as a quality-assurance procedure.

2. In the case of multiple IOERT target volumes, overlapping of the corresponding irradiation volumes should be avoided. Enlarging the irradiated volume by using abutting fields should be avoided, as significant hot & cold spots are likely.

5.5. Treatment delivery

Before dose delivery, the appropriate physical and technical parameters (electron energy, tube size, length and bevel angle, monitor units, bolus choice, use of additional shielding inside the irradiated area) are checked by a medical physicist as well as by the physician (radiation oncologist) in a four-eyes principle. Usually, a medical physicist or a radiation therapist (RTT) aligns the gantry to the applicator for soft-docking system and enters the data in the control console. During irradiation (approximately 1–2 min, depending on dose and dose rate), nobody is allowed to stay in the operation room except the patient for radiation protection purposes. Patients should be carefully monitored by camera during the irradiation process and vital parameters should be monitored and be visible from outside the operating room. In event of an emergency, irradiation should be stopped immediately and nurses, anaesthesiologists and surgeons should be prepared to enter the operating room at any time immediately after cessation of irradiation.

5.6. Applicator removal

After treatment has been completed, special attention should be paid to applicator removal in order to avoid any trauma to surrounding tissues and possible bleeding. In the event of bleeding during the irradiation time, it is advisable to aspirate the blood first in order to clearly visualize the end of the collimator in contact with the patient’s tissue and allow for a safe manoeuvre. Removal of the applicator may be performed by the surgeon or by the radiation oncologist.

5.7. Recording and reporting

Clinical and dosimetry forms should be completed with all relevant patient, tumour and treatment parameters. Information should include demographics, performance status, symptoms and serum tests, including CEA, comorbidities and Charlson comorbidity index. Tumour-related data should include imaging studies, biopsy report, clinical and pathological stage, grading and possible biomolecular characteristics. Treatment data should include neoadjuvant treatments (including reirradiation), the surgical report (size, location and frozen sections of margins) and main characteristics of the IORT procedure, such as collimator diameter, bevel angle, bolus, beam energy, dose prescription and duration of the procedure. In vivo dosimetry is strongly recommended as a
quality-assurance procedure. Radiation target contents should be described: organs and structures included in the IOERT radiation beam. Radiation protection of normal uninvolved tissue should be described: the manoeuvres for temporary mobilization or intra-field customized protection (in particular rectal stump, small bowel, bladder and ureters) (Fig. 1). Documentation of the radiation target, adjacent - if necessary mobilized - normal tissue and used shielding should ideally include drawings or photos.

No fully reliable treatment planning systems currently exist for intraoperative irradiation; however, the availability of preoperative images may help to identify at-risk anatomical structures involved and to guide the positioning of the collimator. All these imaging data should be included in the patient’s final documentation, if available. Photographs of final applicator positioning and surface anatomy in the IOERT target is recommended.

Intraoperative ultrasound may also be helpful in some cases for verifying residual tumour thickness in depth and the location of critical structures such as ureters and major vessels.

The final documentation of the IORT procedure should also include the surgical notes and the anaesthesiology report. Table 4 shows parameters for the IORT electron beam procedure in locally recurrent rectal cancer.

### 6. Recommendations on patient care

#### 6.1. Care during the course of IORT

The sterile field should be guaranteed throughout the IORT procedure. Before irradiation, sterile drapes should cover the surgical bed and the part of the collimator inside and near the surgical bed. Patients should be carefully monitored by camera during the irradiation process and vital parameters should be monitored and be visible from outside the operating room. In event of an emergency, irradiation should be stopped immediately and nurses, anaesthesiologists and surgeons should be prepared to enter the operating room at any time immediately after cessation of irradiation.

#### 6.2. Post-treatment patient care and follow-up

Patients treated with IORT for locally recurrent rectal cancer require thorough care. All vital and clinical parameters should be monitored in the days following the procedure, and special attention should be paid to blood tests, including renal and liver functions, bowel movements and onset of new symptoms and signs.

After the IORT procedure combined with surgical resection, the patient may receive further treatment, including postoperative adjuvant systemic treatment. The follow-up schedule starts after treatment has been completed and the patient is discharged from hospital. During imaging studies, special attention should be paid to any tissue potentially included in the IOERT volume, such as the sacrum, rectal remnant and ureters. Systemic treatment has recently been reported as a part of neoadjuvant therapy to further improve oncological outcome [46].

#### 6.3. QA recommendations

Specific IORT QA actions include:

- MDT evaluation and scheduling
- Pre-treatment beam calibration: dose per monitor unit for each radiation energy
- Equipment and applicators performance
- Safety interlocks check-up
- QA report completion, inter-specialty signature and registration
- Clinical report of technical parameters in the electronic chart

#### 6.4. Treatment tolerance and adverse effects

Patients with locally recurrent rectal cancer often experience significant tumour-related and treatment-related toxicity. Most treatment-induced effects are multifactorial and it is often difficult to attribute toxicity to a single modality. In a systematic review of 29 published studies including 3,003 patients with locally advanced primary or recurrent colorectal cancer, IOERT was associated with significant improvement in local control and survival without an increase in total, urologic or anastomotic complications [43]. Increased risk of wound complications following IOERT was also noticed. Wound infections and pelvic abscesses are the most commonly reported complications, occurring in 25% or more of IOERT patients in several series [28,40,46].

Expert reports have registered a total incidence of severe, life-threatening or fatal deep infection or abscesses in 13% of cases, with 7% potentially attributable to IOERT [21,45].

With the addition of IOERT to EBRT, the dose-limiting normal tissue is typically peripheral nerve and neuropathy is the most commonly reported toxicity attributed to IOERT in the pelvis. IOERT-related neuropathy most commonly manifests as pain without weakness or sensory loss. When it occurs, the pain is often chronic and may be severe, but is often manageable with gabapentin or pregabalin. Both the incidence and severity of IOERT-related neuropathy appear to be related to the IOERT dose. Even in previously irradiated patients, the incidence of neuropathy is related to the IOERT dose and not to the total cumulative dose including EBRT. In locally recurrent disease, IOERT doses of 12.5 Gy or less were associated with a 5% incidence of grade 2–3 neuropathy compared to 14% for IORT doses of 15 Gy or higher [24].

IOERT dose-sensitive structures in the pelvis anatomy are the peripheral nerves, ureters, bladder, small intestine, rectal stump, ovaries, urethra and vagina. The uterus and prostate are considered

| Table 4 Reporting parameters for IORT electron beam procedures in recurrent rectal cancer. |
|-------------------------------|---------------------------------------------------------------|
| IORT PARAMETERS                      | Description                                                                                     |
| Target volumen description         | Tumour residue (R0, R1, R2)/Normal tissues exposed/Normal tissues protected/mobilized/Special conditions: Vascular manipulation/Others (extended resections; pelvecotomies) |
| IORT factors                      | - Applicator size / diameter                                                                 |
|                                 | - Bevelled end (degrees)                                                                           |
|                                 | - Electron energy                                                                                 |
|                                 | - Isodose prescription                                                                             |
|                                 | - Total dose                                                                                      |
|                                 | - Number of fields                                                                                 |
|                                 | - Report every parameter for every field                                                           |
|                                 | - Overlapping (yes / no)                                                                           |
|                                 | - Field - within-a-field (description)                                                              |
|                                 | - Protections                                                                                     |
|                                 | - Fluid stability                                                                                 |
|                                 | - Time of beam on                                                                                 |
|                                 | - Gantry angulation                                                                               |
|                                 | - In vivo dosimetry (system/site measured)                                                           |
|                                 | - Surgery: type of resection (R0, R1, R2)                                                           |
|                                 | - Preoperative                                                                                     |
|                                 | - Re-irradiation: limited course                                                                  |
|                                 | - Full course of chemoradiation (CRT)                                                              |
|                                 | - Induction chemotherapy + CRT (full or limited course)                                            |
|                                 | - Postoperative                                                                                   |
|                                 | - Re-irradiation: limited course                                                                  |
|                                 | - Full course of CRT                                                                               |
|                                 | - CRT + adjuvant chemotherapy                                                                       |
|                                 | - Induction chemotherapy + CRT + adjuvant chemotherapy                                              |

### 6. Recommendations on patient care

#### 6.1. Care during the course of IORT

The sterile field should be guaranteed throughout the IORT procedure. Before irradiation, sterile drapes should cover the surgical bed and the part of the collimator inside and near the surgical bed. Patients should be carefully monitored by camera during the irradiation process and vital parameters should be monitored and be visible from outside the operating room. In event of an emergency, irradiation should be stopped immediately and nurses, anaesthesiologists and surgeons should be prepared to enter the operating room at any time immediately after cessation of irradiation.

#### 6.2. Post-treatment patient care and follow-up

Patients treated with IORT for locally recurrent rectal cancer require thorough care. All vital and clinical parameters should be monitored in the days following the procedure, and special attention should be paid to blood tests, including renal and liver functions, bowel movements and onset of new symptoms and signs.

After the IORT procedure combined with surgical resection, the patient may receive further treatment, including postoperative adjuvant systemic treatment. The follow-up schedule starts after treatment has been completed and the patient is discharged from hospital. During imaging studies, special attention should be paid to any tissue potentially included in the IOERT volume, such as the sacrum, rectal remnant and ureters. Systemic treatment has recently been reported as a part of neoadjuvant therapy to further improve oncological outcome [46].

#### 6.3. QA recommendations

Specific IORT QA actions include:

- MDT evaluation and scheduling
- Pre-treatment beam calibration: dose per monitor unit for each radiation energy
- Equipment and applicators performance
- Safety interlocks check-up
- QA report completion, inter-specialty signature and registration
- Clinical report of technical parameters in the electronic chart

#### 6.4. Treatment tolerance and adverse effects

Patients with locally recurrent rectal cancer often experience significant tumour-related and treatment-related toxicity. Most treatment-induced effects are multifactorial and it is often difficult to attribute toxicity to a single modality. In a systematic review of 29 published studies including 3,003 patients with locally advanced primary or recurrent colorectal cancer, IOERT was associated with significant improvement in local control and survival without an increase in total, urologic or anastomotic complications [43]. Increased risk of wound complications following IOERT was also noticed. Wound infections and pelvic abscesses are the most commonly reported complications, occurring in 25% or more of IOERT patients in several series [28,40,46].

Expert reports have registered a total incidence of severe, life-threatening or fatal deep infection or abscesses in 13% of cases, with 7% potentially attributable to IOERT [21,45].

With the addition of IOERT to EBRT, the dose-limiting normal tissue is typically peripheral nerve and neuropathy is the most commonly reported toxicity attributed to IOERT in the pelvis. IOERT-related neuropathy most commonly manifests as pain without weakness or sensory loss. When it occurs, the pain is often chronic and may be severe, but is often manageable with gabapentin or pregabalin. Both the incidence and severity of IOERT-related neuropathy appear to be related to the IOERT dose. Even in previously irradiated patients, the incidence of neuropathy is related to the IOERT dose and not to the total cumulative dose including EBRT. In locally recurrent disease, IOERT doses of 12.5 Gy or less were associated with a 5% incidence of grade 2–3 neuropathy compared to 14% for IORT doses of 15 Gy or higher [24].

IOERT dose-sensitive structures in the pelvis anatomy are the peripheral nerves, ureters, bladder, small intestine, rectal stump, ovaries, urethra and vagina. The uterus and prostate are considered
relatively resistant to escalated doses, including IORT boost. Neutropathy is dose-dependent: 3% for 12 Gy boost and 23% for 15 Gy boost. Urinary dysfunction is reported in 56% of ureters included in the IORT field (any dose) and in less than 15% of ureters excluded [16]. Late toxicities described included small-bowel obstruction in 14% of patients, wound infection/breakdown in 9%, fistula with abscess in 8%, bladder dysfunction in 7%, sexual dysfunction in 6%, enteritis/proctitis in 3%, and abdoinomapelvic abscess in 3% [21].

7. Conclusions and future directions

Treatment of locally recurrent rectal cancer that includes reirradiation strategies has evolved over the past 30 years. The current international consensus recognizes the value of preoperative strategies with chemoradiation and the potential of IORT boost in recurrent patients (NCCN guidelines).

IORT is a feasible, tolerable and efficient radiation-boosting technique that can be explored in tailored treatment for patients with locally recurrent rectal cancer [47]. Recommendations available to guide tailoring IORT in recurrent disease in terms of local tumour control promotion include implementing strategies with short-course preoperative pelvic irradiation, hypofractionated radiation or reirradiation [48], including an IORT component. In-vivo dosimetry and intra-operative imaging could improve the accuracy, reproducibility and documentation and provide data for evaluation and tailoring of IORT.

This requires further defining correlations between biological equivalent dose (BED) calculations, topographic patterns of recurrence, and prognostic features for local effects. This information is not available at present. It will open the clinical scope for using single-dose IORT alone, with field-within-a-field dosimetric modulations, and in combination with systemic therapy in the oligometastatic model.

The pioneering work of expert institutions has been validated internationally and with long-term follow-up analysis [6,11,49].

Acknowledgements

Intraoperative radiotherapy (IORT) is a multidisciplinary oncological activity requiring a demanding the integration of individual technical quality and team work coordination. The authors of this guideline acknowledge the remarkable contribution of all the health professionals involved in the care of patient candidates to IORT procedures.

Authors are grateful to reviewers Robert Krempien, Philipp Scherer, Alexandra Stewart, Dirk Verellen for their useful and constructive comments and to Eralda Azizaj (ESTRO staff member responsible for the work of ACROP) for facilitating the review and journal submission process.

References


